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Vs are also returning, as you requested, yow April lUth letter 
sad all attaebnsnts. If yon have aqy questions about our prsposal, 
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In regards to items (a) and (b) the following is a description of a 

proposed design of magnetic field and clamp-on current sensors for low 

frequency signals. Both types of sensors utilize the Hall effect in 

intermetallic semiconductors. A low-frequency magnetic -field sensor 

1 2 

has been designed, capable of detecting fields below one microgauss. ’ 

As a result of this work, a magnetic -field sensor can be designed 
for frequencies down to 5 cps. This lower limit of frequency is due to 
the fact that a direct biasing current is used and the ohmic drop at the 
Hall terminals is blocked by a capacitor. Increasing the capacitor should 
reduce the lower frequency limit; however, the increase of excess noise 
in the amplifier reduces the sensitivity of the sensor. If an alternating 
biasing current is used instead, the Hall -output potential is shifted in 
frequency and can be amplified more conveniently. Using a regular enve- 
lope detector should restore the waveform of the original magnetic -field 
being measured. Although it seems that the use of alternating bias cur- 
rent should enable a similar measure of direct magnetic fields, it should 
be pointed out that because of the unusually high requirement on stability 
of the app lied alternating current bias, the sen sitivity of the steady 
magnetic -field measurement is^diminished by a few orders of magnitude. 
This is because the relative change in the amplitude of the bias current 
causes a similar change in the Hall -output signal, as far as alternating 
magnetic fields are concerned, while for the case of the direct magnetic 
fields, such a change may be larger than the measured signal itself* 


Epstein, M. and Schulz, R. B., '"Magnetic -Field Pickup for Low- 
Frequency Radio -Interference Measuring Sets", 1959 IRE National 
Convention Record; p. 64. 


'Epstein, M. , Greenstein, L. J. and Sachs, H. M. , "Principles and 
Applications of Hall -Effect Devices", Proc. National Electronics Con- 
ference, Vol. 15, 1959; p. 241. 
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The magnetic -field measurement capability of a Hall-effect device 
can be used conveniently to measure currents in a conductor. The method 
of measuring the magnetic field around a current-carrying conductor has 
been utilized in the case of alternating currents using current trans- 
formers. The unique quality of the Hall effect to detect magnetic fields, 
both steady and alternating, is the basis for a so-called "clamp-on" 
ammeter. The sensitivity of such a device can be obtained as follows. 

Let us assume a specimen of indium antimonide one thousandth of 
an inch thick. The semiconductor wafer is then placed in a gap of a toroid 
made of permeable material with relative permeability of 850. It is con- 
venient to define an equivalent air-gap which is equal to the length of the 
actual air-gap plus the circumference of the toroid divided by the relative 
permeability. Therefore, the length of the equivalent air-gap, for a 
toroid one inch in diameter, is given by 


d = 0.001 + 


= 0.0137 inch. 


eg 850 

Designating I as the current to be measured, the magnetic flux density 
in the air-gap is given by 


B = 


u. I 

*o m 

“a — 

eg 


4ir x 1 0 ^ I 


m 


0.0137 x 2.54 x 10 


■2 / . n -3 T weber 

— > 5 — = 3.6x10 I > — . 

-2 m2 


m 


From the work performed at the Foundation, for n-type indium 

antimonide with lO 1 ^ carrier concentration at liquid introgen, it can be 

assumed that a biasing current of at least 0.25 amperes can be safely 

passed through a specimen one mil thick. The Hall coefficient, for this 

-4 m 3 

material, has been found to be R„ = 2.3 x 10 - — , ■ -■ . Hence, the 

H Coulomb 

Hall -output potential is given by 
R 


V H 


H 


2.3 x 10' 4 x 0.25 x 3.6 x 10' 3 I 


IB = 


m 


0.001 x 2.54 x 10 


7T 


= 8.15 x IQ 13 I 


m 
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Therefore, the sensitivity can be defined as 
S = Zs = 8.15 x 10' 3 voltB 


m 


ampere 


Low input -impedance amplifiers are available to match the low 

resistance of the Hall -effect sensor, which are capable of measuring 

signals down to the thermal noise at its input. Assuming that the noise 

generated at the input does not exceed, on the average, five times the 
3 4 

thermal noise, ’ we obtain, for a Hall -effect sensor having a source 
resistance of one ohm, the open -circuit noise voltage generated in the 
frequency range of 3 kc, at room temperature, 


V N = 4kTAf5 = 4x 1.38 x 10" 23 x 300 x 3 x 10 3 4 * * x 5 = 1.6 x 10‘ 8 volt. 

Thus, currents down to two microamperes can be detected over 
the frequency band of 3 kc . If narrow band filters are provided at the 
output of the amplifier, smaller currents, or the same currents with 
improved signal -to -noise ratios can be measured. In using a wide -band 
amplifier, in the manner indicated above, the currents in the frequency 
range of the amplifier can be read directly at the amplifier output, or dis - 
played on an oscilloscope to represent its waveform. 

The construction of the current meter in the form of a toroid 
around the conductor reduces considerably the pickup from external 
fields. It is of interest to note that the position of the current-carrying 
conductor with respect to the center of the toroid is not important. This 


3 

Oliver, D. J. , "Current in Indium Antimonide", Proc. Phys. Soc. B., 
London, Vol. 70, pp. 331-332; March, 1957. 

4 

Suits, G. H. , Schmitz, W. D. and Terhune, R. W., "Excess Noise in 

In Sb", J. App. Phys., Vol. 27, p. 1385; November, 1956. 
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follows from the fact that for materials with relative permeability ji r , 
the field in the gap depends mainly on the length of the gap, and is almost 
independent of either the length or the location of the high -pe rmeability 
magnetic -reluctance path. 

Our proposal for item (c) encompasses the designing, fabricating, 
and testing a dual -channel modulator playback system and modification 
of an Ampex Model 350 transport mechanism. Two estimates are given, 
one for (I), a dual -channel modulator system and modification of the 
transport for 1-7/8 and 3-3/4 IPS operation, and the second, for (II), 
development of L- shaped gap record and modulator playback heads with 
associated electronics and modification of the transport for operation at 
1-7/8 and 3-3/4 inch per second. An alternative to the second estimate 
is (HA) development of a dual -channel modulator system and modification 
of the transport for operation at 0.06 inch per second. 

The two estimates are given for your consideration because of 
recent conversation with your representatives, indicating a desire for a 
total speed reduction, from record to final playback on the order of 1000 
to 1. If this is to be done in two steps, that is, recording at 60 IPS and 
playback at 1-7/8 IPS and re-recording this reduced frequency signal at 
60 IPS and again playing back at 1-7/8 IPS, effecting approximately a 1000 
to 1 frequency reduction, the final recorded wavelengths of the low fre- 
quencies become several inches. The output of either a velocity or mod- 
ulator type playback head approaches zero as the recorded wavelength 
increases beyond the head -to -tape contact length. It is therefore neces- 
sary to either accomplish the reduction in one step, thereby e liminatin g 
re-recording causing expansion of the wavelengths, or by employing 
L-shaped gap heads. An L-shaped gap head is a composite of a 
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longitudinal -gap and transverse -gap head. This type head allows record 
and playback of signals down to and including zero frequency, which gives 
infinite wavelengths without reducing the high frequency capabilities of 
the system. 

If extremely fine playback gaps (microgaps) are employed to meet 
the frequency response requirement of paragraph 2.9 in the specification, 
a fairly poor signal -to -noise ratio will result. If conventional quarter - 
mil gaps are used, an unequalized signal -to -noise ratio of 50 db can be 
obtained. Using equalization, the overall signal -to -noise ratio will drop 
to about 40 db and the system response will be flat within + 1 . 5 db from 
0.03 cps to 3500 cps at 3-3/4 IPS with the signal level down 12 db at 7000 
cps. Some experimental work will be done to improve the signal -to -noise 
ratio and system response in an attempt to more closely meet your 
requirements . 

It is believed all other requirements called for in Specification No. 
60-A-1114-A can be met. Time and cost estimates for the three proposed 
systems are given on separate attached pages. 

Brief monthly reports will be submitted describing progress, 
results of work carried on during the previous month, and plans for the 
next month's work. Upon completion of the program, operation and main- 
tenance instruction manuals pertaining to the modifications made on the 
Ampex transport mechanism and the modulator playback system will be 
provided. Also, the modified Ampex Model 350 magnetic tape transport 
unit will be delivered equipped with a dual -channel modulator playback 
head and electronic auxiliaries. A spare dual -channel modulator head 
assembly will also be delivered. In the event the alternate approach is 
pursued, the modified transport will be delivered with special dual -channel 

- 5 - 
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Li-shaped gap record and L-shaped gap modulator playback heads with 
record and playback electronic auxiliaries. 

It is hoped this proposal fulfills your requirements and meets 
with your approval. We look forward to being of service to you and your 
staff. 
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( A ) 


tamr Hall-lffact Magnatoantora plua Two AapUfUrt 

Option I - Tba aanaitlTity of tba Rall-Sffoct Sanaora should bo of tho 

ordor of one ale ro gauss. Tho froquoney rooponoo of tho oonoor 
should bo from about 5 epo to 50 cpo. 


TIME AMD COST ESTIMATE 

It if ootlaatod that 3 month* will bo raquirad for porformonoo of tho 
rooooreh offort. 


Salarlasi 

feginoar (l oan -month at $850/mo* «rg.) $ 850 

Toohniolan (1 nannaonth at |500/mo. awg.) 500 

Shop aorricoa labor (ineludoa Drafting) 

100 houra at |3«6o/ho» r 380 

Salary rolatod ooatat (faployo# lnauranco , 

F.I.C.A«, vacations, and aiek looro) oatimatod 
at 20$ 3U2 

* 

Total diroot salary ooata 

Ororhoad at actual coat, oatimatod at the approrod 
Ooraranant bidding rata of 89$ 

Purehaaod oacpondablo natariala, aupplioa and aomcoa 

Purchaaod gonoral or apooial equipment 

Long diataneo and tola graph 

Ho port ro production 

Packing, orating and a hipping char go a 

Hand foo 

Total Katimatod Coat 


$ 2,052 

| 1,826 
$ 500 
$ 1,200 
$ 50 

$ 50 

$ 100 

L.2hL. 

$ 6,12k 
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Development of a Hall -Effect Magnetometer 

Option II - Utilising alt# mating our rants. The successful completion 

0 f this program should rssult in higher sensitivity of nsasur 
ing alternating magnetic flslds and the nsasursnsat of • toady 
magnetic flslds below $ ops. 

TIME AM? POST SSTIMA1I 

Salaries; 

Engineering (3 msa-moothe at |850/*o. arvg.) I 2,550 

Tschnician (3 man-months at $500/mo. *▼£- ) 1,500 

Shop services labor (includes, Drafting) __ 

300 hoars at |3.60/hoer 1,000 


Salary ralatsd costs; ( Ekpl*y*« insarancs, 

F.I.C.A., vacations, and sick leavs) estimated 
•t 20* — ±J 

Total direct salary costs 

Overhead at actual cost, estimated at the approved 
Government bidding rats of 89* 

Purchased expendable natsrials, supplies and services 

Purchased general or special equipment 

Long distance telephone and telegraph 

Report reproduction 

Peeking, crating and shipping ohargss 

Fixed fee 


* 5,479 
$ 1.000 
$ 1,200 
$ 50 
$ 50 
| 100 

1 SSL- 


Total Estimated Cost |1U,077 


It is estimated that 6 mouths dll be required for performance of the 
research eff ort . 
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( B ) 



Daralopnaot of a "Claap-On" Hall-Effact Sana or with ono Aaplifiar. 
Saaaitlvity ahould approach 2 nicroajqparas in a fraquancy ranga of 
3 K. 

TIM 8 AMD COST ESTIMATE 
Salarlaat 

Inginaaring (2 aannaontha at 8&50/ao. arg.) 

Tachniclan (3 aan-acatha at 8500/aa. arg.) 

Shop aarricaa labor (incladaa drafting) 

300 nan houra at |3 .60/hoar 

Salary r a la tod ooatai (Bqplayaa inturanca, 

FcIsCcA., racationa, and aick laara) aatiaatod 


•t 20 % 856 

Total Salarlaa $ 5,1# 

Orarhaad at actual coat, aatiaatod at tha approaad 
Ootarnaant bidding rata of B 9 f $ U»571 

Purchaaad axpandabla notarial*, auppliaa and aarvicaa $ 1,000 

Purchaaad ganaral or apaelal aquipaaat $ 600 

* Long dlatanoo talapbono and to la graph 8 50 

Boport ra production $ 5 q 

Packing, orating and ahipping ehargaa $ 100 

***** $ 690 

Total Xatinatad Coat 812,197 


8 1,700 

1,500 

1,080 


It la aatiaatod that 6 aontha will bo raquirad for parfomanca of tha 
raaaaroh affort. 
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( C ) 

t 

# 

I Dual Channel Modulator Playback S/ston for 3 3/U and 1 7/6 IPS 

rum m cost mtdhti 

A pregraa of 6 aoutha duration la proposed for ttaa do si go, dereiopeent, 
construction and tooting of a dual ehmnal Modulator syateo and nodifi- 
oation of tho tapo trm sport noe banian for oporation at 1 7/6 md 3 3/U 
IPS. Tho ifl nooring of fort, md tho ro salting coat os tins to conaldorod 


to ho noooooaiy to adsquatoly porfora tho work sallod for 

follonat 

la outllnod as 

Salarlosi 

• 


fegiaserlag (U non nsntha at |650/ns« arg.) 

$3»U00 


Toohniolan (6 nan non tho at fSOO/no. arg.) 

3,000 


Shop (300 boors at $3 .6o/hoar) 

1,060 


Drafting (80 hours at |3«60/hour) 

208 


Salary rolatod o oat at (Knpleyoe lnaurnaso, 

F*I .C*A. f Taeaticna, and alok loam) oatlnatod 
at 20$ 

JLsjgJu 


Total Salarloo 


$ 9,322 

Orarhoad at actual coot, oatlnatod at 09$ 


8,296 

Materials and Supplies 


1,000 

Travel 


300 

Long Dlatanoo Tola phono aad Tolograph 


20 

So port Reproduction 


50 

Fined Too 


J^L 

Total Satinatod Cost 


020,122 
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Dual Channel L-Gap Modulator Playback Syetem for 3 3/i* and 1 7/8 IPS 

or 

Dual Channel Modulator Playback System for 0«06 IPS 


TIME AMD COST ESTIMATE • 

A 9 month program ic proponed for the alternative scope involving either 
the L- shaped -gap heads or the. modification of the transport for 0„06 IPS 
operation. The engineering effort, and the resulting cost estimate to be 
neoeesary to adequately perform the work called for is outlined as follows, 


Salaries) 

Engineering (6 man -moat he at $850/ mo . avg.) 15,100 

Technician (8 man-months at $500/mo . avg.) U,OOQ 

Shop (500 hours at $3«6o/hour) 1,800 

Drafting (160 hours at $3«60/hour) 576 

Salary related costsj (la^layee insurance, 

F.I..C JL, vacations, and sick leave) estimated 

at 20 % 2,295 

Total Salaries |1>,771 

Overhead at actual cost, estimated at 89$ 12,256 

Materials and Supplies 2,000 

Travel 300 

Long Distance end Telegraph 20 

Report Reproduction 50 

Fi»d f 1,703 

Total Estimated Cost $30,101 
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